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SPECIFICATIONS FOR HPLC SYSTEM
HPLC system should be with following specification
Type: An Automatic computer controlled high performance liquid chromatography
system equipped with a Quaternary Pump, Manual Injector, Diode Array Detector,

Software, Columns, Installation accessories,

Annexure-lll

SPECIFICATIONS

YES!
NO

Catalogue
No. 7/ Ref.
page No.

Remarks

e Solvent delivery system: Quaternary
Gradient mixing system with high pressure
pump, suitable for high pressure application

e No of solvent: 4 nos

L ]

Operating pressure: Maximum 5500 psi or
higher

Pump flow rate range: 0.01 — 10.0 ml/ min
Flow rate accuracy: = 1% :

Flow rate precision: up to 0.1%

Flow calibration: Programmable
De-gasser for all channel

Purge valve must be automatic

With all essential accessories

s 5 & & & &

Manual injector with manual injection valve
having 20 ul loop as well as mounting stand

Photo diode array detector

Wave length range: 190 -800 nm or better
Light source: Dual lamp design (Deuterium
lamp and Tungsten lamp)

Wave length accuracy: + 1 nm or better
Wave length repeatability: & 0.1 nm or better
Detector type: 500 or more diode array

Base line noise: < 10 x 10° AU

Drift: less than 1.0 x 10%/Auw/hr/°C

SOFTWARE:

Windows based latest suitable software for
complete control, data acquisition, data
processing for HPLC with compliance of 21
CFR part 11, GLP & GMP

Columns with guard column cartridges
Reverse phase C-18 (250 X 4.6 mm, 5u): 1 no
Reverse phase C-18 (300 X 3.9 mm, 5u): 1 no
Normal phase C-18 (250 X 4.6 mm. 5u): 1 no
Reverse phase C-8 (250 X 4.6 mm, 5u): 1 no

Syringes : 25 pl syringe (5 nos)

Installation & warranty
Installation & demonstration at free of cost and
1 year warranty

Sample & Solvent filtration Kit with Pump
(including 1000 Nos filter paper for both
_organic & aqua solvents & sample).
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ICAR-Central Institute for Subtropical Horticulture

EHTEET, UT. BIHNI, TET$H—226 101 (HRd)

Rehmankhera, P.O. Kakori, Lucknow-226 101 (India)
Phone 0522-2841022,2841023.2841024; Fax 0522-2841025
Website: www.cish.res.in; email id: cish.lucknow(@gmail.com

F. No. 5 — 35/2019-20/SP/ HPLC System Dated 24.09.2019

To,

Subject:-Purchase of HPLC System through Tender Enquiry-regarding.

Sir, .

It is to inform you that One No. HPLC System, to purchase under Two Bid System, through
tender enquiry, the technical bid and financial bid is invited in separately closed envelopes till 10:30 AM
on 25.10.2019. The technical bid of received tenders will be opened on 25.10.2019 at 11:00 AM at the
ICAR-CISH, Rehmankhera Kakori Lucknow, thereafter the financial bid of technically responsive tenders
will be opened in the Institute later. The pre-bid conference will be held on 09.10.2019 10:00 AM for
this T.A./D.A. etc. will not be paid by the institute. Equipment/Machine will be delivered & commissioned
on F.O.R. basis at ICAR-Central Institute for Subtropical Horticulture, Regional Research Station, Food
Park, English Bazar, Malda (W.B.). In this connection, you are requested to fill the tender form completely
and attach all the essential documents including E.M.D of Rs.37500/- (Rupees Thirty seven thousand
five hundred only) in the form of Demand Draft/F.D.R in the favor of ICAR Unit-CISH, Lucknow and send
it to the Institute for further proceedings. All the rights for example, partly/completely acceptance/non-
acceptance of tender enquiry etc. are reserved with the Director, ICAR-CISH, Lucknow. The other terms
and conditions are given in the tender enquiry. Those Firms registered under National Small Industries
Corporation Limited, certificate provided for exemption from EMD fees as per Govt. rule, then EMD fee is
exempted.

The following documents are essentially required to be attached:-

1. The certificate along with time limit showing authorization of principal firm in relation to be an
Agent/Dealer.

2. Copy of registration number of G.S.T.

3 Printed literature book showing details of equipment, if available.

4. The complete name and address of the firms with mobile no. and e-mail which have been
supplied with the equipment for past two years. Copy of supply order if available.

by E.M.D of Rs.37500/- (Rupees Thirty seven thousand five hundred only) in the form of Demand

Draft/F.D.R in the favor of ICAR Unit-CISH, Lucknow.
Enclosed:- Annexure-l, Il & lII.

Yours faithfully

D‘)’::)@
(R. N. Mallik)
Senior Administrative Officer
Copy for information and necessary action to:-
1. Incharge ARIS/Computer Cell, ICAR-CISH, Lucknow is requested to upload the tender enquiry on
the website of the Institute.
2. The Nodal Officer, C.P.P Portal, ICAR-CISH, Lucknow is requested to upload the tender enquiry
on the C.P.P Portal.
3. Dr. Dipak Nayak, Scientist/Incharge, ICAR-Central Institute for Subtropical Horticulture, Regional
Research Station, Food Park, English Bazar, Malda W.B.-732103




Annexure-|

Terms and Conditions:-

il

11.

2

13.
14.

15.

According to F.O.R condition, the place of delivery of the equipment will be ICAR-Central Institute
for Subtropical Horticulture, Regional Research Station, Food Park, English Bazar, Malda (W.B.).
The firm will bear the charges of delivery to the above given address. The firm will be responsible
for any kind of loss during transportation of the equipment to the Institute. If, firm wish to supply
the equipment personally to the ICAR-CISH, RRS, Malda, it'will be accepted accordingly.
According to the supply order, Institute has the right to cancel partially or completely supply order
before the delivery of the equipment. The partial supply of the goods given in the Order will not be
accepted until there is a consent order in this respect. All the conditions according to
tender/quotation will be considered applicable.

Firm will be responsible for the payment of all types of taxes. Payment of Firm’s Supply Bill will'be
made through R.T.G.S./N.E.F.T. Bank details must be sent with the Bill.

The rates given in the tender will not be changed.

After the date of delivery, every week 0.5 % liquidated damage charge will be charged according
to the rules. This liquidated damage charge will be maximum 10 % of the purchase cost of the
equipment.

More than one tender/quotation cannot be send by one firm for one equipment.

The tenders/quotations which will be received within stipulated time only will be accepted. After
stipulated time, no tenders/quotations will be accepted. For this, Institute will not be responsible.
For any dispute, the jurisdiction will be Lucknow.

Firm must sign every page/paper during filling of the tender/quotation.

No interest will be given by the institute on the submitted E.M.D/Demand Draft/F.D.R of the firm.

. The price bid is to be filled in the prescribed price bid form. The price validity and delivery time will

be 90 days and 30 days respectively.

After comparative statement of all received tenders/quotations by the purchaser, those which will
be found technically responsive and whose price will be reasonable and suitable can be given
supply order of the equipment.

According to the rules, for warranty period of One year, the supplying firm will submit 10 % of the
purchase cost as performance security in the form of B.G/F.D.R. in the favor of ICAR Unit-CISH,
Lucknow. The institute will not give any interest on this. The validity of the performance security
must be 60 days more after the completion of the warranty period.

Payment will be released after satisfactory installation/working of equipment/machine.

The equipment will be used for the research purpose at this institute and it will not be used for the
resell or commercial purpose. This institute is registered for purchasing of equipment for the
research work under the Ministry of Science and Technology, Department of Scientific and
Industrial research, Technology Bhavan, New Mehrauli Road, New Delhi, for purpose of availing
customs duty exemption in terms of Government notification No. 51/96 customs dated
23.07.1996 as amended from time to time for research purposes only. The Registration No.
TUN/RG-CDE(618)/2017 dated 21.11.2017 valid up to 31.08.2022. However custom duty
exemption certificate shall be provided if required. No for C&D for sale tax will be issued and
ICAR-CISH, Lucknow GST no. : 09AAAGC0856K1ZD. Notification No.: 45/2017 — Central Tax
(Rate) GST @5% is applicable.

Tenders/bidders are requested to visit the website http://www.cish.res.in regularly any
changes/modifications in tender enquiry will be intimated by corrigendum through this website
only.
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Annexure-ll
PRO-FORMA FOR PRICE BID FILLING
Sr. | Name of item/goods Description Expected number Total Rs.
No.
s HPLC System Attached 01
Annexure-Ill
Sub Total Rs.
Tax if any Rs.

On F.O.R. basis at ICAR-CISH, RRS Malda Rs.

On the basis of F.O.R. total Rs. in words-

AMC Charges of five years (5 Years)

Total Amount+ GST

Ist Year

lInd Year

Ilird Year

IVth Year

Vth Year

The terms and conditions of the tender for purchase of the equipment are accepted by the firm.

Signature of the authorized representative of the firm:-

Name

Address:-

Mob. No.:-

E-mail:-

Stamp of Firm:-

Date:-
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SPECIFICATIONS FOR HPLC SYSTEM
HPLC system should be with following specification
Type: An Automatic computer controlled high performance liguid chromatography
system equipped with a Quaternary Pump, Manual Injector, Diode Array Detector,

Software, Columns, 1 nmlmﬁnn ACCESSOTIES,

Annexure-lll

SPECIFICATIONS

YES/
NO

Catalogue
No. / Ref.
page No.

o Solvent delivery system: Quaternary
Gradient mixing system with high pressure
pump, suitable for high pressure application

e No of solvent: 4 nos

Operating pressure: Maximum 5500 psi or
higher

Punp flow rate range: 0.01 — 10.0 ml/ min
Flow rate accuracy: = 1%

Flow rate precision: up to 0.1%

Flow calibration: Programmable
De-gasser for all channel

Purge valve must be automatic

With all essential accessories

¢ & & & & ° &

Remarks

Manual injector with manual injection valve
having 20 ul loop as well as mounting stand

Photo diode array detector

Wave length range: 190 -800 nm or better
Light source: Dual lamp design (Deuterium
lamp and Tungsten lamp)

Wave length aceuracy: = 1 nm or better
Wave length repeatability: £+ 0.1 am or better
Detector type: 500 or more diode array

Base line noise: < 10 x 10° AU

Drift: less than 1.0 x 107 Awhe/°C

SOFTWARE:

Windows based latest suitable software for
complete control, data acquisition, data
processing for HPLC with compliance of 21
CFR part 11, GLP & GMP

Columns with guard column cartridges
Reverse phase C-18 (250 X 4.6 mm, Sp): | no
Reverse phase C-18 (300 X 3.9 mm, 5u): | no
Normal phase C-18 {250 X 4.6 mm, 5u): 1 no
Reverse phase C-8 (250 X 4.6 mm, Sp): 1 no

Syringes : 25 pl syringe (5 nos) '
Installation & warranty

Installation & demonstration at free of cost and
1 year warranty

Sample & Solvent filtration Kit with Pump
(including 1000 Nos filter paper for both
_organic & aqua solvents & sample).
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